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Rehabilitation is a significant part of overall disease management. Neurological diseases 
and related disorders are responsible for a large fraction of temporary and permanent 
disabilities in Italy and Europe. The benefits of therapeutic exercise and daily physical 
activity are known and play a fundamental role in the recovery of patients with 
neurological diseases. To date, clinical scales are relatively unspecific and are not 
sensitive enough to monitor and to detect the subtle and small changes or progress of 
the disease. 
The progression of neuromuscular diseases affects the musculoskeletal system 
(structure, mechanical and contractile properties). In hereditary neuropathies like 
Charcot-Marie-tooth (CMT) disease enduring changes in the muscle and tendon 
structure may occur. Similarly, patients in the post-stroke phase, although affected by 
selective damage of the Central Nerve System (CNS), may undergo comparable 
muscular and tendon changes, which then need special attention and rehabilitative 
protocols to prevent irreversible deformities. 
In the last years, many systems are available to help the patients in exercising. 
Therefore, in this project we have evaluated the sensors and robotic rehabilitation 
approach to address novel evaluation and rehabilitation systems, by the application of 
ICT and specific, innovative sensors.  
The aims of the project are 
1. Evaluation and effectiveness testing of different tools (sensors and devices either 
available on the market or developed by our research team)  
2. Support of the patients in their care process and assistance of the health 
professionals to control the rehabilitation process and disease progression. 
Through the system developed in these two pints, we aim to: 
I. Monitor the rehabilitation and the evolution of recovery;  
II. Develop new technologies and applications for specific activities in clinical 
evaluation, therapy and rehabilitation (following acute neurological disease and 
during a post-acute phase). After this phase, in future, we will transfer these 
activities from the hospital to the patient's home, to promote recovery within 
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the patient's environment, making these activities more relevant to their 
everyday lives. 
We mainly focus on post-acute stroke survivors and persons with hereditary peripheral 
neuropathies and muscle disorders, e.g., Charcot-Marie-tooth disease. There is a strong 
























2.1 Hereditary neuropathies  
Hereditary neuropathies constitute a complex and heterogeneous group of diseases of 
the Peripheral Nervous System (PNS) (1), generally characterized by insidious onset and 
chronic course. They are classified on the basis of the clinical/neurophysiological 
phenotype, the mode of transmission and the group of neurons prevalently involved, 
in hereditary motor, sensory-motor and sensory-autonomic neuropathies (2). In this 
program, we only include the patients affected by Hereditary Motor and Sensory 
Neuropathy (HMSN), which represent about 90% of all hereditary neuropathies 
(Lovelace and Rowland, 1995). 
 
2.1.1 Charcot-Marie-Tooth 
Hereditary neuropathies include a variety of progressively disabling diseases, 
amongst them Charcot-Marie-Tooth (CMT) represents a genetically heterogeneous 
group of symmetrical peripheral neuropathies (3). The clinical presentation of CMT is 
often characterized by motor deficits with a loss of proprioceptive reflexes (1). It is 
the most common rare inherited neurological disorder with a prevalence of 1 in 
2500 individuals (4).There are two main categories: CMT1 is the most common form 
(45–50% of all CMT cases), characterized by a primary demyelinating process. It 
shows slowing of motor nerve conduction velocity (NCV) and abnormality of myelin; 
CMT2 is primarily an axonal disorder and is less frequent (17-25% of all CMT) (5). It 
shows relatively preserved motor NCV but a decrease in compound muscle action 
potential and axonal degeneration in the nerve (6). Another form of CMT has a mixed 
model, characterized by both myelin and axonal abnormalities (CMTX1) accounting 
for about 8–10% of all CMT (7). The treatment procedures of patients include 
physical therapy, orthotics, orthopaedic surgery and pain management (8). 
 
2.1.2 Diagnostic method 
Patients have variable symptomatology. For the diagnosis of the disease, Clinical 
observation, performed by the neurologist is fundamental.  The typical symptoms 
and motor-sensory signs of the disease are hyposthenia and hypotrophy, 
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disturbances in the walk, paresthesia, superficial and deep hypoesthesia, 
hyporeflexia. Therefore, determining a unitary evaluation able to describe the limbs 
function is fundamental to understand the progression of the pathology and how 
the different forms of the disease behave. Therefore, it is essential to develop the 
systems, using an objective evaluation report and as far as possible not operator-
dependent to have a common language understandable by the different 
professionals involved in the care of the patient (neurologists, geneticists, 
physiotherapists, nurses, occupational therapists). Electrophysiological study, in 
particular nerve conduction velocity assessment (NCV), is fundamental to diagnosis 
(9) (10) (11) (12). For example, the recording of NCV at the level of the median and ulnar 
nerves represents a diagnostic criterion for CMT patients. Generally, in the lower 
limbs, the speed of the motor and sensory conduction is severely altered and 
therefore not recordable. In the last years, magnetic resonance imaging (MRI) has 
become fundamental for diagnosis and monitoring the neuromuscular disorders, 
given its ability to show the severity and distribution of pathology, to identify 
specific patterns of damage distribution and to properly interpret some genetic 
variants. If collected data confirm the hypothesis of CMT, genetic diagnosis is 
performed. 
 
2.1.3 Treatment and rehabilitation of Charcot Marie Tooth 
The course of the pathology is defined as slowly progressive (3), from insignificant 
functional motor problems to complete limb atrophy.  There is not much 
information in literature, in the matter of evaluation and progressive course of the 
disease, neither the effectiveness of rehabilitative treatment. To date, scientific 
literature focuses on the clinical aspects of CMT (13). Nevertheless, there are still no 
effective pharmacologic treatments for these patients. As for physiotherapy 
treatment, studies show that individual training programs (resistance and aerobic 
exercise) improve muscular strength in both upper and lower limbs (14) (15) (16) (17). 
Another treatment to improve balance and gait in CMT are externally applied 
devices for foot drop, like Ankle-foot orthoses (AFOs) (18).  AFOs, supporting the 
patients in ankle dorsiflexion, get better the need for compensatory hip action to 
control the foot drop (19) (20). 
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There is still a lack of consensus on the best way to rehabilitate patients affected by 
CMT (8). Therefore, we need to conduct new clinical trials, including more case 
studies, and defining the gold standards in the rehabilitation. At present, Clinical 
scales are relatively unspecific and are not sensitive enough to monitor and to 
detect the subtle and small changes or progress of the disease. 
Hand function in Charcot Marie Tooth 
The normal function of the hand is a critical factor in a person ability to 
independently engage in everyday life. CMT is causing muscle weakening in the 
extremities (21). Overwork weakness (OW) occurs in muscles that used more 
frequently; therefore, in the upper limb found the asymmetrical weakness because 
muscles are used more in the dominant hand. OW has been demonstrated in other 
neuromuscular diseases (22) (23) (24). In the upper extremity, CMT may cause two types 
of deformities: i) “claw hand” characterized by marked curvature of the fingers 
which cause a first phalanx hyperextension and flexion of the other two phalanges; 
ii) “simian hand” which is a limited opposition ability and wasting of the thenar and 
hypothenar muscles, it can lead to limit participation in daily activities (9). The role of 
OW in Charcot-Marie-tooth (CMT) neuropathy is still controversial. Explain whether 
it is present or not, could change the perspective of the physical or occupational 
therapy done to slow the progression of the disease before signs become evident. In 
literature, strength is evaluated by a dynamometer (25) (26) showed controversial 
results, some authors reporting that the non-dominant hand (NDH) is stronger than 
the dominant hand (DH) (27) (28) (29) and other authors stating that DH and NDH have 
similar strength (30) (29) (31). Those who affirm that OW is not present because of both 
hands are similar. Therefore, there is no stronger evidence for the presence of OW 
in literature yet. 
 
2.2 Stroke  
Stroke is the third leading cause of mortality and the first cause of long term disability 
in Italy (32). Clinical syndrome is characterized by the acute episode of a focal 
(sometimes global) neurological deficit with clinical aspects that allow the clinical 
diagnosis, like: change in the level of consciousness, hemiplegia, hemiparesis, 
numbness, or sensory loss affecting on side of the body, dysphasia or aphasia, 
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hemianopia, amaurosis fugax, or other neurological signs or symptoms consistent with 
stroke that reach the maximum level within a few seconds or minutes and persist for 
more than 24 hours (33) (34). 
 
2.2.1 Epidemiology  
According to the data of the SIIA- Italian Society of Hypertension, in Italy about 
200,000 cases of stroke occur every year, 80% of which are new episodes and 20% 
recurrences. There are about 913,000 survivors of a stroke, with more or less 
disabling outcomes depending on the case. Approximately one third of them, one 
year after the event, have a high degree of disability (34). 
 
2.2.2 Stroke classification 
Strokes can be classified into two main types, which can then be divided into further 
subcategories. 
 
 Ischemic: an acute episode of focal cerebral, spinal, or retinal dysfunction 
caused by infarction of the central nervous system tissue with symptoms 
persisting for more than 24 hours. If the symptoms last from minutes to hours- 
less than 24- it is transient ischemic attack (35). 
 
 Hemorrhagic: an acute episode of focal or global cerebral or spinal dysfunction 
caused by intra parenchymal, intraventricular, or subarachnoid hemorrhage. 
Two different types are subarachnoid and intracerebral hemorrhage. The first 
one is result of a hemorrhage from a cerebral blood vessel, aneurysm or 
vascular malformation into the subarachnoid space. The second one is 
spontaneous extravasation of blood into the brain parenchyma (36). 
 The clinical consequences of a stroke depend on the affected anatomical region of 
the brain, as well as the volume of damaged tissue (37). After a stroke, the 
occurrence of alteration of motor control, spasticity, fatigue and incoordination 




2.2.3 Stroke rehabilitation 
Stroke rehabilitation includes: (a) assessment to identify and quantify the patient's 
needs (b) definition of realistic and achievable goals for improvement; (c) 
rehabilitative treatment, to achieve goals; and (d) revaluation, to assess progress 
against the objectives that have been set (40). For this purpose, physiotherapists 
need simple tools that can accurately measure the improvement of patients, daily, 
weekly or monthly. 
The brain, including the motor system, learns by training and repetition (38). 
Neuroplasticity and the practice of specific functional tasks, underlie the 
improvement, which are seen in functional outcome after stroke. The clinical 
consequences of a stroke depend on the affected anatomical region of the brain, as 
well as the volume of damaged tissue (37). Therefore, Standards of care are 
determined based on all clinical data available for an individual case. 
Functional rehabilitation of upper limb 
Functional deficit in the hand has a serious impact on quality of life; although most 
patients achieve reasonable recovery of the proximal extremities of the upper limb, 
recovery of the distal parts has proven to be ineffective (41). Recent studies have 
shown how intensive, highly repetitive and task-specific exercise programs can 
assist the functional recovery (42) (43). Technology-assisted rehabilitation allows 
increased therapy intensity and the patient’s physical-cognitive engagement 
through the use of challenging and motivating exercises promise to promote neural 
plasticity and a better functional outcome (44) (45) (46). 
Functional rehabilitation of lower limb 
Ambulation post-stroke is often the less efficient for diminution of functional 
capacity, gait asymmetry and changes in muscle activation (47). Loads distribution 
usually gets altered and they avoid loading the paretic limb; therefore, the 
ambulatory step is an asymmetric manner accompanying reduced velocity and 
endurance of their walking (48). Slow walking speed after stroke is generally 
associated with a reduced plantarflexor power burst at push-off (48). The 
rehabilitation rule to recovering this essential movement can be classified into three 
phases: (i) the disabled patient is mobilized as soon as possible, (ii) rehabilitation 
and restoration of gait, and (iii) recovery and correction of gait (48). 
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2.3 Technology and innovation 
Develop and enter new technologies and computer system in the rehabilitation 
research track, is the motivation why physical therapists and engineers are working 
together. This collaboration is to adapt or modify existing technologies and develop 
new technologies to enhance outcome measures, monitor change, or maintain quality 
of life (49). Progress has been made in the following fields: robotic rehabilitation, virtual 
reality (VR) therapy, wearable sensors and monitors, video game therapy and all forms 
of interactive multimedia rehabilitation applications. Many studies have been 
published such as the effectiveness of robotic treatment, virtual reality (VR), 
monitoring with wearable sensors. These processes are still being developed and 
studied. However, we know that many of these technological innovations offer new 
intervention strategies to improve the quality of life.  
Another point of view is about the importance of Rehabilitative therapy in the 
management and recovery of the neurological patient at every stage of the disease (50). 
During hospitalization, under the constant control of the physiotherapist, is relatively 
easy to carry on the rehabilitation therapy in a personalized and specific way. 
Nevertheless, this is more difficult away from the hospital structure, where daily 
support is impossible to obtain. High technology strategies may be of great help in 
verifying the quality and results of rehabilitative therapy in the hospital, and the 
patient own living environment (51). High technology strategies may be of great help in 
verifying the quality and results of rehabilitative therapy. In the latest years, many 
solutions have been proposed, both in the literature and on the market, to perform 
real-time monitoring of people (52) (53).  None of these has been developed to assist the 
patients in performing exercises correctly and allowing, at the same time, the 
professionals to monitor the quality of rehabilitation and progression of recovery. 
 
2.3.1 Rehabilitation Robotics 
The histories of rehabilitation robotics date back to the early 1990s, when the first 
assistive technologies have been developed and became available for clinical use (54) 
(55) . They have built-in technology and sensors, therefore integrating both 
therapeutic and measuring functionalities, to provide an accurate assessment of 
motor function (54). In the rehabilitation field, there is crescent interest in the 
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potential of robotic devices (56). One important characteristic of robots is that they 
evaluate patient performance and their progress during treatment. But, the 
fundamental problems are the difficulty of personalization and high cost (57). As yet, 
various robotics-assisted have been developed to facilitate upper or lower limbs 
functions. Some of them, currently on the market, are the following: 
 
 The Amadeo by Tyromotion:  is an end-effector device designed for the 
hand. It simulates the movement of grasp and through the individual digit 
supports move along a track to flex- extend the digits. Furthermore, is 
possible to personalize the type of treatment in a passive, active-assisted or 
active way (58). 
 The Armeo by Hocoma:  uses custom software, which enables the device to 
be used in different ways with an exoskeleton enveloping the user’s arm and 
provides arm weight support. The device offers a functional training in the 
form of simulated activities of daily living (58). 
 The Diego by Tyromotion: is an end-effector device that allows three-
dimensional, unimanual, and bimanual movements of the shoulder joint, 
both in sitting and in standing, with gravity compensation. Support can be 
reduced over time as patients progress from passive to active therapy 
modes (59) (58). 
 The Erigo by Hocoma: To propose patients a locomotion therapy at a very 
early stage of rehabilitation was developed "Erigo".The construction of the 
“Erigo” bases on an automated stepping training, in a physiological manner 
with the possibility of simultaneous verticalization of the patients (60). The 
device can be tilted from a supine position up to 80 degrees adapted to the 
status of the patient. During the treatment, the upper body of the patient is 
secured through a harness (61). 
 The Geo-system by Reha technology, Switzerland: is an end-effector device. 
This device is the easy setup and assists the patient during gait training with 
a system for partial unloading of the body weight. The harness secured 
patient stay on two-foot plates (62) (Figure1). The movements originate from 
the most distal segment of the extremity and look similar to the physiological 
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situation (63). The most important advantage of using robot technology in 
rehabilitation intervention is the ability to deliver high-dosage and high-
intensity training (64) (65) . Recent studies have also shown that higher 
intensities of walking practice result in better outcomes for patients after 
stroke (66) (67)  . 
 
Figure1: A) G-EO system end-effector gait rehabilitation robot; B) Control panel; C) The 
motion mechanism of the gait robot 
 
2.3.2 Virtual reality 
Recent developments in the field of virtual reality have made it possible to 
formulate new application paradigms obtained by integrating current rehabilitation 
pathways with instrumental interventions. In fact, thanks to their ability to simulate 
situations analogous to reality, they can give patients an opportunity to practice 
activities that could not be practiced within the hospital environment (68). It enables 
the therapist to provide patients with a method of repetitive task specific training 
and does have beneficial effects on rehabilitation of patients with neurological 
disorders (69). 
In a chapter of the present thesis is placed in this field of intervention and provides 




Leap motion controller 
The leap motion controller (Figure2) is a new low-cost markerless motion-capture device 
that tracks the fine movements of fingers and hands without using data gloves and markers. 
Some of the important advantages of this technology are: simplicity and portability, 
commercial availability, low cost and non-invasive nature. It is also capable of controlling a 
virtual environment (72) (73).  
 
Figure2: The Leap Motion® System 
 
It contains two monochromatic cameras and three infrared LEDs. The software 
driver of the device implements a 3D model reconstructing the skeleton geometry 
of the forearm and hand and can stream to a computer the position data of 
finger/thumb tips, a center of palm, wrist and recognize the gesture. The Leap 
Motion Controller connects to PC via USB; the LEDs generate a 3D pattern of 
infrared light dots. If hands are placed within an approximate area up the device, 
they reflect the infrared signal and afterward processed by a Leap Motion Software 
for the creation of a hand model.  
There are a number of other commercially available devices for rehabilitation; such 
as the ReoGo (Motorika), Hand Mentor Pro (Motus Nova), the Kinarm (BKIN), the 
HandCARE, the Proficio (Barrett); Microsoft Kinect, Nintendo Wii, Lokomat, FES. 
Each has a specific design that may have specific advantages. However, an extensive 





2.3.3 Music therapy 
Music therapy is a therapy based on the use of music as an educational, 
rehabilitative or therapeutic tool. Many studies document the possibility that the 
use of music and sound during training or specific rehabilitation interventions can 
stimulate plastic processes in our brain, not only in the developmental age but also 
in adult (74) (75). Suggest, the plastic changes induced by music in the nodal points of 
the brain networks and the fibre fascias connecting the various areas. It could lead 
to effects tending to extend beyond the actual duration of the rehabilitative 
intervention (75) , and this is undoubtedly one of the most expected impacts of this 
work.  
 
2.3.4 wearable sensors and monitors 
Wearable sensors have monitoring applications and one of their capabilities is 
motion-sensing (76) (77). Inertial sensors include accelerometers, gyroscopes and 
magnetometers used to register movement data. Today, movement sensors are 
inexpensive and small, making them highly attractive for patient monitoring 
applications (78). Remote monitoring systems have the potential to provide 
rehabilitation treatments and assess the degree of clinical impairment and 
improvement to disabled persons living at home (79). This is an area of emerging and 
rapidly growing research (80). Home-based motion-sensing is particularly suitable for 
remote control rehabilitation and have proven efficacy (79). Appropriate and 
verifiable at-home rehabilitation protocols facilitate the discharge of the patient 
from the hospital and reintegration at home. To this purpose, monitoring of vital 
functions to guarantee the safety of home therapy is essential. Many systems are 
available to help the patients in exercising at home, as the wearable accelerometer-
based devices (53) or the use of virtual reality (52) . Nevertheless, only a few devices 
for the assessment of the at-home activity are present on the market (81) . None of 
these has been developed to assist the patients in performing exercises correctly 
and allowing, at the same time, the professionals to monitor the quality of 




3. AIMS OF THE THESIS 
Aim of the projects, as suggested by the title, is the development new sensors and 
computer systems for the tele-rehabilitation and remote evaluation of the rehabilitation 
process of patients with neurological diseases. We also performed the evaluation of 
sensors and devise at present available in market and verification of the effectiveness of 
their activity in the rehabilitation or evaluation protocol. 
In particular, we carried out: 
 
 Investigation of new technologies to evaluate the hand of CMT patients compared to 
healthy controls, using a Hand Test System (HTS). In this setting we especially studied 
the occurrence of OW. The demonstration of OW existence is of fundamental 
importance. Especially when the patient undergoes rehabilitation treatment or when it 
is necessary to advise the right use of the upper limbs in the activities of daily living 
(ADL). 
 
 Study of the use of a specific rehabilitative protocol for the upper limbs in CMT 
(according to the first aim), based on sub-maximal exercises, mainly to avoid the effect 
of OW and at the same time, improve the dexterity and overall functionality of the 
hand effect. It is sufficiently simple to be used by a therapist in the physical treatment 
of the hand. 
 
 
 Investigation of new training and assessment method for the rehabilitation of hand 
motor function through musical sonification using the LMC. Main objectives of the 
study were to verify, through a randomized controlled study and an appropriate motor 
assessment, the effectiveness of rehabilitative hand treatment in post-acute stroke 
patients who use the technique of "sonification" and to evaluate if this technique 
reduces the fatigue and pain perceived during rehabilitation and also improves the 




 Feasibility and usefulness of standard of care treatments associated with robotic 
treatments in intensive recovery after stroke. The aim of this retrospective study was 
to elucidate the effectiveness of two different kinds of rehabilitation protocols within 
the first 3 months of post-stroke recovery. In fact, the only difference being the use of 
the GEO-system. We were mostly interested in assessing the effects of robotic assisted 
rehabilitation over standard of care treatment on lower limb motor function, gait 
performance and balance. 
 
Furtherly, a significant aim of the present thesis is the development of new low-cost 
tools with sensors and related software for the evaluation of the movement in the 
lower limb: 
 
 Testing of these devices in the hospital environment. 
 Definition of validated parameters measured by the novel technology, as compared to 















4. MATERIALS AND METHODS 
As a first step, we evaluated the tools, sensors and platforms currently available and 
then we have verified the effectiveness of the activity. 
 
4.1 Testing overwork weakness in Charcot-Marie-tooth disease 
In the first study we use of an innovative tool which can objectively evaluate different 
aspects of the hand functionality comparing the data obtained with healthy controls. 
The aim is to study the OW using precise methods. In this work, we evaluate strength 
with a dynamometer, articulation with the Thumb Opposition test and manual 
dexterity with an innovative instrument developed by the University of Genoa, the 
Hand Test System (HTS). 
 
4.1.1 Recruitment of subjects 
We recruited 120 subjects, 60 normal controls and 60 CMT patients attending the 
Multidisciplinary Outpatients Clinic for Diagnosis and Treatment of Inherited 
Peripheral Neuropathies at the Policlinic San Martino-IST and Department of 
Neuroscience, Rehabilitation, Ophthalmology, Genetics, Maternal, and Child Health 
(DINOGMI), University of Genoa, Italy. Inclusion criteria: patients with clinical and 
genetic diagnosis with CMT1 or CMT2 disease, age between 19 and 80 years old. 
excluded patients with comorbidities that could interfere with muscle strength or 
hand function, story of surgery at the upper limb. 
 
4.1.2 Outcome measures 
The evaluation has been performed by the following tests: strength evaluation with 
a dynamometer, Thumb Opposition Test (TOT), Hand Test System (HTS) 
Thumb Opposition Test (TOT) 
The TOT is a fast and straightforward performing test which consisting the touch of 
the four long fingers with the tip of the thumb (82), as a follow: 
Score 0: no opposition 
Score 1: the tip of the thumb touches the lateral side of the middle phalanx of the 
index finger  
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Score 2: the tip of the thumb touches the lateral side of the distal phalanx of the 
index finger  
Score 3: the tip of the thumb touches the tip of the middle finger  
Score 4: the tip of the thumb touches the tip of the middle finger  
Score 5: the tip of the thumb touches the tip of the ring finger 
Score 6: the tip of the thumb touches the tip of the little finger 
Then, moving the thumb proximally along the palmar side of the little finger 
Score 7: the tip of the thumb touches the distal interphalangeal crease 
Score 8: the tip of the thumb touches the proximal interphalangeal crease 
Score 9: the tip of the thumb touches the proximal crease of the little finger 
Score 10: the tip of the thumb touches distal volar crease of the hand 
This test is valid only if the first stages are possible: a crawling thumb in the palm is 
not an opposition motion (figure3). 
 
 
Figure3: Thumb opposition test (Leamy et al., 2014). Assesses the opposition of the 
thumb, scores from 0 = opposition is impossible to 10 = maximal opposition (83) 
 
Dynamometer 
A dynamometer is a device for measuring hand strength (84). For ease of carrying, 
ease of test performance, reproducibility, and price, this device has been used for 
the hand-strength measurement (85). The maximal isometric voluntary contraction 
was measured for both left and right hands with a hand-held dynamometer (Citec 
CT 3001; CIT Technics BV, Groningen, The Netherlands) measuring in order triple 
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pinch and handgrip. Both were performed according to a standardized testing 
procedure (86) (87). We made three attempts, alternating the DH and NDH, with a rest 
of 30 seconds between the tests. 
 
Hand Test System (HTS) 
Hand Test System (HTS) developed by the University of Genoa with the 
collaboration of ETT S.p.A (Sestri Ponente, Genoa, Italy), is a tool simple to wear and 
not exerting limitations during finger movements (figure 4). It is composed with a 
general connection scheme of laptop, acquisition board and an engineered glove 
system. Five small circuits of gold are present on the palmar surface of the distal 
phalanxes of the glove. They record the contact during opposition movements 
between the thumb and another finger (88). Each spiral is connected to a specific 
connector. Five signals corresponding to the five fingers reach the USB-1208FS, 
Measurement Computing, USA. Engineered glove is able to record finger touches 
during sequences of finger opposition movements, to provide a quantitative 
description of finger motor performance without time constraints. Moreover, when 
no external events pace movements, subjects can be guided to perform a sequence 
of movements at their natural or maximal velocity form. 
  
 
Figure4: The package of the device contains the four items: 1. sensor engineered gloves, 2. USB 
PC interface, 3. USB cable, 4. a convertible laptop 10.1- inch 
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An “eyes-closed paradigm” has been chosen to avoid possible confounding effects 
because of the integration of acoustic and visual information. The patients were 
instructed to execute finger opposition movements of different complexities: finger 
tapping (FT) sequence (opposition of thumb to index) and index-medium ring- little 
(IMRL) sequence (opposition of thumb to index, medium ring, and little fingers) at 
maximum velocity (MV). The tasks consisted of the execution of a repetition of each 
sequence lasting 30 seconds, alternating the hands. Data processed with customized 
software from Glove Analyzer System, which permits selection to acquisition and 
experimental protocol. The following parameters were measured: 
-  touch duration (TD) or contact time between thumb and another finger (in ms); 
-  inter-tapping interval (ITI) or time between the end of the contact of the thumb and 
another finger and the beginning of successive contact (in ms); 
- movement rate (MR, 1/[TD + ITI]) or frequency of complete motor task (in Hz). 
 
4.2 Hand Rehabilitation Treatment for Charcot-Marie-Tooth Disease 
The second study is about a rehabilitation protocol based on sub-maximal exercises, 
mainly to avoid the effect of overwork weakness and at the same time, improve the 
ability and overall functionality of the hand. It is sufficiently simple to be used by a 
physiotherapist in the treatment of the hand.   
We have observed that based on a precise and quantitative evaluation, using the 
instruments and sensors (part 4.1), we have the possibility of programming a more 
precise physiotherapeutic plane (Part 4.2). Accordingly, we decided to test other types 
of devices on the market (such as leap motion and robotic instruments), for the 
evaluation and/or the rehabilitation process of patients with post-acute neurological 
diseases such as stroke. 
 
4.2.1 Recruitment of subjects 
We recruited patients with a clinical and genetic diagnosis of different CMT types, 
excluded patients with uncontrolled pain, severe comorbidity and other pathology. 
Informed consent was obtained according to our institution policy and the 
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declaration of Helsinki. Outcome measures were applied one day before the 
beginning of treatment (T0) and one week after the end of treatment (T1). 
 
4.2.2 Outcome measures 
In this study, the evaluation performed by the following tests: Hand-held 
dynamometer (Citec CT 3001, CIT Technics BV, Groningen, The Netherlands), Thumb 
Opposition Test (TOT) and Sollerman Hand Function Test (SHFT). 
 
Hand-held dynamometer 
To analysis the variation of the strength in an objective way we performed a 
maximal isometric voluntary contraction of both hands, measuring i) tripod pinch 
and ii) handgrip. Both were performed according to a standardized testing 
procedure (87) (86). We made three attempts, alternating the dominant and non-
dominant hand, with a rest of 30 seconds between the tests. 
 
Thumb Opposition Test (TOT) 
We described the test in the previous page part (4.1.2). The score range is 1-10 (82). 
During the trial, the patient touches the four long fingers with the tip of the thumb. 
 
Sollerman Hand Function Test (SHFT) 
The Sollerman Test comprises 20 activities of daily living tasks: 
1. Put the key into Yale lock turn 90°; 2. Pick coins up from the flat surface, put into 
purse mounted on board; 3. Open/close zip; 4. Pick up coins from purses; 5. Lift 
wooden cubes over edge 5 cm in height; 6. Lift iron over edge 5 cm in height; 7. 
Turn screw with a screwdriver; 8. Pick up nuts; 9. Unscrew the lid of jars; 10. Do up 
buttons; 11. Cut Play-Doh with knife and fork; 12. Put on Tubigrip stocking on the 
other hand; 13. Write with a pen; 14. Fold a paper, put into an envelope; 15. Put 
paper-clip on an envelope; 16. Lift telephone receiver, put to the ear; 17. Turn door-
handle 30°; 18. Pour water from a bottle; 19. Pour water from a jug; 20. Pour water 
from a cup. Patients scored on a 5-point scale from 0 to 4. The test was performed 




4.2.3 Rehabilitation protocol 
Treatment duration lasted 4 weeks (two sessions of 45 minutes per week). 
Literature about this argument still lacks; therefore, the duration and the frequency 
has been determined inspiring to some papers about hand rehabilitation in chronic 
and acute diseases (90) (91). Moreover, we choose a low frequency of session to avoid 
an overuse. Exercises had been listed in the table1 and three professional 
physiotherapists followed them scrupulously alternating each other in the sessions. 
Three parts composed the sessions: i) muscle recruitment phase, ii) stretching phase 
and iii) proprioceptive phase. While muscle recruitment and stretching exercises 
had been maintained the same over the 4 weeks, proprioceptive exercises had 
progressed. All exercises were performed alternating right and left hand and 
respecting a time of rest, avoiding the overwork weakness. Therapists made 
attention to the quality and the quantity of movements, searching for the best 
activation of the single muscles. 
               




4.3 The sonification approach to the hand rehabilitation in post-acute stroke patients: a 
multicentric randomized controlled trial. 
The third Project is a multicentric randomized controlled research, entitled SonicHand 
protocol. The study is composed by five operational units at the level of Italian 
territory that one of them is the Department of Neuroscience, Rehabilitation, 
Ophthalmology, Genetics, Maternal and Child Health, IRCCS AOU San Martino-IST, 
University of Genoa. The study, promoted by the musical therapy laboratory of the 
clinical scientific institutes of Pavia, is coordinated by Professor A. Raglio. As an 
operating unit collaborator to the study, provided with the appropriate equipment 
and software to carry out the data collection. The study proposes the use of an 
innovative training and assessment method for the rehabilitation of hand motor 
function through musical sonification using the LMC. Recent research has shown the 
feasibility of application and the validity of the assessment protocol for the 
rehabilitation of hand function (92).  
In specific, this project aimed at assessing the effectiveness of a sonification training 
protocol for the improvement of hand motor function. Patients with the following 
conditions excluded: lesions older than 6 months from onset, multiple or bilateral 
lesions, presence of neglect, Mini-Mental State Examination < 24, previous or 
concomitant diseases affecting upper limb functions (e.g., Parkinson's disease, 
multiple sclerosis, Dupuytren disease, etc.), rehabilitation treatments with music in the 
last year.  
 
4.3.1 Recruitment of subjects 
The randomized controlled trial included 65 patients diagnosed with a stroke which 
allocated in two groups. The control group received a traditional motor treatment, 
for four weeks. The experimental group executed a traditional rehabilitation and 
"sonification" technique exercises for the same period. Inclusion criteria were: age 
between 40-85 years, the ischemic lesion in a single hemisphere (left or right 
hemiparesis), Mini-Mental State Examination > 24, acute onset no more than 180 





4.3.2 Outcome measures 
Rehabilitation interventions evaluated at baseline (T0), at the mid-treatment period 
(T1), i.e. after two weeks, after the treatment period (T2), i.e. after four weeks by 
the following tests: 
Motor evaluations 
- Fugl-Meyer Motor Assessment Scale (proximal and distal upper limb motricity) (93) : 
This scale was first proposed by Axel Fugl-Meyer and his colleagues in 1975 as a 
standardized assessment test for post-stroke recovery (94). It is now widely used for 
clinical assessment of motor function. The Fugl-Meyer (FM-UE) Assessment for 
upper extremity (maximum score of 66 points) is recommended as a clinical tool for 
evaluating changes in sensorimotor impairment in every stroke recovery and 
rehabilitation trial. 
- Box and Block Test (95) : The idea for the Box and Block Test (BBT) originated with A. 
Jean Ayres and Patricia Holser Buehler. It is composed of a box divided by a partition 
in two compartments and one hundred and fifty, 2.5 cm, colored wooden blocks 
(figure 5.1). The patient is instructed to move, one by one, the maximum number of 
blocks as possible from one compartment to another a 60 seconds (figure 5.2-4). 
The test should begin with the unaffected upper limb and fingertips must cross the 
partition during a transfer of the blocks. In the beginning, 15 seconds trial period is 
permit (96). 
 




- Modified Ashworth Scale (spasticity rating) (97) The Modified Ashworth Scale (MAS) is 
generally applied in patients with Stroke to classify the level of spasticity and increased 
muscle tone. On a one-hand, the MAS is useful for qualifying response to treatment 
over time; on the other hand, it is a somewhat subjective tool. To appliance, the test, 
place the patient in a supine position. To test a muscle primarily flexes a joint, move the 
joint from maximally flexed to maximal extension position over one second. 
 
4.3.2.1 Evaluation of the quantitative parameters obtained with the Leap Motion 
controller device 
At 2019 Colombo R et al. in Maugeri Scientific Clinical Institutes IRCCS, Pavia, Italy, 
has published a protocol for the rehabilitation of hand motor function through 
musical sonification using the Leap Motion Controller (LMC®; Leap Motion, Inc., San 
Francisco, CA, USA). It is a low-cost device, based on infrared and stereo-vision 
motion capture technology. The LMC is capable to capture the movement of hands 
and fingers thanks to two monochromatic cameras and three infrared LEDs and it is 
able to do a vector representation of the hand, the fingers, the wrist and the 
forearm up to the elbow. In this trial we used a sampling rate of 25Hz. The protocol 
has demonstrated to be feasible, and the assessment protocol showed good to 
excellent between-group discrimination ability, reliability, and concurrent validity. 
Therefore, it is enabling the development of new personalized training programs for 
the rehabilitation of hand function. It was part of the present multicenter study 
which one of the centers is the University of Genoa, Department of Neurosciences, 
Rehabilitation, Ophthalmology, Genetics and Maternal/Child Sciences. 
The patient was sitting in a wheelchair with a transparent table. The LMC was 
positioned about 25 cm under the table level by a multi-articulated supporting arm 






Figure 6: 1. Leap Motion Controller; 2. Transparent table; 3. Multi-articulated supporting   
arm 
 
Evaluation of the quantitative parameters obtained with the LMC consisted of 3 
exercises without sonification of movement: horizontal flex-extension of the wrist, 
pronation-supination of the wrist and grasp. These activities has been repeated for 
five times and during the repetitions the x,y,z positions of the fingertip, of the palm 
and of the wrist has been recorded (figure 7). Patients have to achieve the movements 
as naturally as possible, and then the average speed and fluidity during actions were 
calculated. 
 




1. Hand pronation/supination: 
Starting position: the patient opens the hand in the horizontal plane with the hand 
pronated. The recorded position of the "thumb tip" was computed at a Mean Velocity. 
The ratio between the peak tangential speed of the "thumb tip" and the mean velocity 
of the tip was used to calculate Movement fluidity. Pronation/Supination Angle was 
estimated by computing the angle between the vector from the palm center to thumb 
tip and the horizontal plane passing from the center of the palm. A 0° angle 
corresponded to the hand position completely supine and 180° considered the hand 
completely pronated. 
 
2. Horizontal flex-extension of the wrist: 
 Starting position: the hand open neutral position, the wrist was flexed and extended in 
the horizontal plane. In this movement, was calculated Mean Velocity by the recorded 
position of the "index fingertip". The ratio between the peak tangential speed of the 
"thumb tip" and the mean velocity of the tip was used to calculate Movement fluidity. 
The LMC software driver provides the signal of Wrist flexion/extension angle. Three 
parameters, corresponding to the maximum wrist flexion (negative values) and 
extension (positive values) angles and their difference were computed. 
 
3. Hand grasp: 
Starting position: the hand horizontally pronated open, then closing it leaving the 
thumb outside the other fingers. In this movement, was calculated Mean Velocity by 
the recorded position of the "middle fingertip". The middle fingertip velocity profile, 
considered to compute Movement fluidity. Distance between the thumb tip and the 
little-fingertip calculated for grasp parameter. The minimum closing and the maximum 
opening distances and their difference calculated as a corresponding parameter. 
 
4.3.3 Rehabilitation interventions 
The control group received a traditional motor treatment, 35 minutes daily 
individual therapy for four weeks. The experimental group submitted for the same 
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period a traditional rehabilitation (15 minutes passive muscle stretching) and 




The rehabilitative intervention for the upper limb in Occupational Therapy focused 
on the recovery of residual motor skills to facilitate the functional gesture. The first 
15 minutes of the treatment focused on passive muscle stretching was aimed at 
relaxing muscle tone. The exercises were chosen based on the needs, abilities and 
residual motor skills of the patient; from among the following: 
• opening and closing exercises of the fingers 
• pronation-supination of the forearm   
• mobilization of the wrist in the various planes. 
In the second phase of the treatment (20 minutes) the patient resaved at least 6 
exercises. Each exercise lasted 1 minute and 30 seconds and was followed by a 
break of 30-60 seconds. The exercises were chosen from the following 
In the second phase of the treatment (20 minutes) included a set of different types 
of exercises and the patient resaved at least 6 exercises (each of them lasting about 
1 minute and 30 seconds with a break of 30-60 seconds) chosen from the following:  
Wrist: ulnarization/ radialization, horizontal extension- flexion, vertical extension- 
flexion  
Hand and Fingers: pronation-supination, grasp, pinch, finger extensors, finger 
interosseous 
Shoulder – Elbow: Forward thrust 
First, movements were carried out in a passive way and then through an active-
assisted mobilization. The exploration of the space was carried out using tools such 
as a table that facilitates sliding on the work surface. In case the patient’s 
performance was adequate, it was possible to combine grip-release exercises of 






Rehabilitation with "sonification" 
The use of the "sonification" technique has involved the use of the LMC to generate 
a harmonic sequence. Based on the movements (In-line with exercises in the 
standard treatment) selected for rehabilitation, some sound parameters identified 
that could be qualitatively added to the gesture: height (pitch), intensity (volume), 
spectrum (tonal quality). 
Exercises classification:  
1. Ulnarization/ Radialization: Starting with hand in a horizontal plane and 
pronated (palm turning downwards), the patient was asked to perform 
adduction and abduction movements of the wrist alternately repeatedly (figure 
8). 
 
Figure 8: Ulnarization/ Radialization 
 
2. Pronation-supination: Starting with hand in a horizontal plane, with palm 
turning downwards, the patient was asked to perform pronation and supination 
movement alternately repeatedly (figure 9). 
 




3. Horizontal extension- flexion: Starting with hand open neutral position, the 
patient was asked to perform flexion and extension movement of the wrist 
alternately repeatedly (figure 10). 
 
Figure 10: Horizontal extension- flexion 
 
4. Vertical extension- flexion: Starting with hand in a horizontal plane (palm 
turning downwards), the patient was asked to perform flexion and extension 
movement repeatedly (figure 11). 
 
Figure 11: Vertical extension- flexion 
 
5. Grasping:  Starting with hand in a horizontal plane (palm turning downwards) 
open, then is closing it (figure 12). 
 




6. Pinch: Starting with the hand in a horizontal plane (palm turning downwards), 
the patient was asked to repeatedly perform a pinch movement between the 
thumb and the rest of the fingers in sequence starting from the index finger 
(figure 13). 
 
Figure 13: Pinch 
 
7. Finger extension: Starting with hand in a horizontal plane (palm turning 
downwards), the patient was asked to repeatedly perform a single-finger 
extension movement in sequence, beginning with the thumb (figure 14). 
 




8. Finger interosseous: Starting with hand in a horizontal plane (palm turning 
downwards), the patient was asked to perform closing and opening of spread 
fingers repeatedly, which means adduction and abduction in the 
metacarpophalangeal joints (figure 15). 
 
Figure 15: Finger interosseous 
 
9. Shoulder - Elbow thrust forward: Starting with elbow 90°, close to the body and 
the palm turning downwards. The patient was requested to move the arm with 
the elbow 90° forwards and backwards (figure 16). 
 
Figure 16: Shoulder - Elbow thrust forward 
The treatment protocol provided for a total of nine exercises, but each session 
carried out six activities. When the patient was not in the condition to complete the 
sequence of daily practices, it was possible to adopt a simplified scheme consisting 
of four movements. The above strategies observe in Table 2. 
 
 




Movement sonification realized by a custom application developed with the Max 7 
software programming environment (figure 17). The software program generated 
music sequences according to movements detected by the LMC (92).  With the 
movements modulate a harmonic progression of the music or modulate the volume 
of a tone.  It is a variety of tone modulation from low to bright of a pad sound, 
based on a harmonic progression created on the consecutive grades of the major 
range. 
Before the experimental rehabilitation, the patients performed a short simulation 




Figure 17: SonicHand Software Interface – Exercises 
 
4.4 Efficacy of Lower limb robot-assisted and traditional rehabilitation therapy in 
treatment of post-acute stroke patients 
In This study we focused on the feasibility and usefulness of standard of care 





4.4.1 Recruitment of subjects 
This retrospective study includes data of 158 individuals admitted between 2014 
and 2016 at the Sestri Levante Hospital – S.C. Physical and Rehabilitation Medicine, 
ASL4, Liguria, Italy. We excluded 78 patients on the basis of extension of brain 
damage (bilateral injury or recurrence of stroke) and 40 patients because they did 
not meet all the inclusion criteria. Flowchart of the selection of the patients is 
reported in Figure 18. 
 
Figure 18: The Flow Chart of the study 4.4 
36 
 
Inclusion criteria were: ischemic or hemorrhagic stroke, age over 40 years, cognitive 
state not seriously affected, first 3 months post stroke, absence of bone fracture or 
ligaments instability. Patients with the following conditions were excluded: 
uncontrolled pain by medical or physical therapy; severe cardiovascular 
impairment; uncontrolled hypertension; pulmonary diseases with need of O2 
therapy; severe fixed contractures affecting the lower limbs (hips, knees, ankle 
joints); bone instability (non-consolidated fractures, unstable spinal column, severe 
osteoporosis); skin lesions or open wounds in the area of treatment. Patients were 
divided depending on the anatomical site of the injury: Capsular Nucleus (CN), No 
Capsular Nucleus (NCN), and Pontine-Cerebellar (PC). 
We further clustered patients in two groups of 20 patients each: an intervention 
group (IG) and a control group (CG) according to treatment.  
 
4.4.2 Outcome measures 
The outcome measures considered in the study were the Trunk Control Test (98) (99) 
(TCT), Barthel Index (100)(BI), Motricity Index (98) (MI), Timed Up-and-Go Test (101) 
(102)(TUG), 6-Minute Walk Test (103) (6MWT), Visual Analogue Scale (104) (VAS).   
Patients underwent a clinical assessment at the beginning (T0) and at the end of 
treatments (T1). 
 
4.4.3 Rehabilitation interventions 
Participants received 3 hours of rehabilitative treatment per day, over 6 days a 
week, during the intensive rehabilitation hospitalization with a mean duration of 2 
months. At first, both the IG and CG received standard of care treatment (individual 
therapy on the base of goals especially for the patient by a multidisciplinary team of 
healthcare, including occupational therapy (OR), physiotherapy (PT) and language 
therapy (LT)). Until clinical stabilization was attained (i.e. blood pressure normalized 
and stable, normal level of consciousness, O2 saturation), pre-deambulation 
exercises were performed. The IG then followed the robotic treatment protocol (G-
EO System Gait) consisting of maximum 30 minutes treatment depending on the 
patient tolerance (including the setting of the machine). Each session consisted of a 
simulated floor walking, self-walking. Speed was adapted according to patient 
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tolerance, beginning with a mean speed of 0.5 m/s and arriving to a maximum 
speed of 0.8 m/s throughout treatment. 
 
4.5 Developing new sensors and computer systems for the tele-rehabilitation and 
remote evaluation of the rehabilitation process of patients with neurological 
diseases 
The final project based on the application of Information Communication Technology 
(ICT) and specific, innovative sensors to monitor rehabilitation. We are, therefore, 
developing a device called SmartPants (SP), which will be used to monitor the 
evolution of the recovery activity of people who suffered from stroke; providing the 
measure of amplitude, direction and angle of movement and the distribution of the 
weight, with electronic interfacing for collecting and conditioning signals from sensors. 
It is the result of the collaboration between the different areas of research (S.C. 
physical medicine and rehabilitation Hospital Sestri Levante, University of Genoa 
(DINOGMI, DITEN), VAR Connect).  
- University of Genoa (DITEN) and VAR Connect have intervened: 
In the definition of the software of a standard communication interface for 
technological devices that can be used for functional evaluation in neuromotor 
rehabilitation in a hospital environment. 
- S.C. Physical and Rehabilitative Medicine Hospital Sestri Levante and University of 
Genoa (DINOGMI) have intervened: 
1. In identifying the selection of patients to be treated 
2. In defining the outcome measures to be used and related to the sensor system used 
 
The device has been authorized for clinical validation by the Liguria Ethical Committee 
(N. Registration CER Liguria: 206REG2017) and has been certified as a medical device 
by the Italian Health Ministry (DGDMF/P/I.5.i.m.2/2018/1265). 
SP includes a set of sensors belonging to two categories: IMU and pressure. IMU 
sensors are enclosed within a plastic container along with other electronic 
components and positioned on the patient’s lower limb through elastic bands. The 
device has four IMU nodes posted: on femurs (left and right) and on tibias (left and 
right). IMU sensors considered as a combination of gyroscopes and accelerometers to 
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create an inertial measurement unit which provides up to nine degrees of freedom 
(figure 19 A). The IMU nodes acquire data from its embedded accelerometer and the 
gyroscope and make such data available to be wirelessly sent to a Mobile Device (MD), 
such as a tablet or a smartphone, through the data constructor and the WiFi modules. 
Moreover, they have a power supply module which consists of a commercial LIPO 
battery that provides energy to the accelerometer and the gyroscope. These modules 
compose the IMU sensor and are in charge of providing the accelerations and the 
orientation of the whole node on the three-axis X, Y and Z, respectively. Furthermore, 
the IMU nodes placed on the tibias are associated via wired cables to the two pressure 
sensors that are embedded within insoles composed (figure 19 B). Pressure sensors 
are resistors that change their resistive value depending on how much they are 
pressed. Combining the data extracted from both the sensor typologies, our platform 
can infer high-level information related to the patient’s movements. The detail of the 
position of the IMU and pressure sensors is reported in figures 20- 21.  
 
 





               Figure 20: A detail of the SmartPants device and the communication scheme of the system 
 
The device can capture motion parameters and also the distribution of the weight and 
transmit them via Wi-Fi to the network through a tablet and then to a server for data 
processing (figure 20). Data produced by each exercise execution are processed to 




Figure 21: A,B) SmartPants device includes: 4 Motion sensors, Elastic bands for stabilization of 
the sensors on the limbs, 1 Tablet PC, 2 Sensorized insoles; C) Four motion sensors: positioned 
on femurs (left and right); on tibia (left and right). 
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Report on Risk/ Benefit: The SP device is the class I of medical devices according to the 
rule I. It is designed for the acquisition of the data on patients, aimed at determining 
the processing necessary to extract high-level information relating to the movement 
which can be monitored in real-time by the medical staff. The risk analysis for the SP 
medical device was carried out according to the 14971: 2012 standards. According to 
publications on the various types of sensors for the analysis of movement available on 
the market, there were no consequences due to tolerability or adverse events caused 
by use. The devices must be worn on the patient's limbs, respecting the positioning 
guidelines provided by medical personnel. 
Different exercises as follow have been considered for testing the performance of the 
proposed monitoring system. They are simple physical movements that are commonly 
used during a rehabilitation session in different positions.   
Through three exercises we can evaluate the muscle groups of the lower limb (such as 
gluteal muscles, quadriceps, hamstring, tibialis anterior, triceps, and peroneus) which 
are fundamental to the standing position. 
1. The bipodal bridge: It gives information on several articulations (hip, knee and ankle) if 
appropriately activated, it allows the patient also to reach the standing position 
correctly. To create the bridge are needed hip extensions, the knee flexes, control of 
the hip and distribution of weight on the heel and front of the foot.  
2. Moving from a sitting to a standing position: In the sitting position, we can see the 
patient how she/he is holding the pathological lower limb. For example, if she/he 
cannot keep the knee flexed, she/he won’t be able to hold the weight (or with the knee 
flexed) so she/he cannot stand up. Actually, for standing up, we need the knee to 
remain extended for a prolonged time. It also gives information about the angle of the 
knee (if it remains flexed, extended or hyperextended). 
3. Load distribution of the weight while standing up: Stroke patients with more 
asymmetrical body-weight distribution while rising or sitting down have a higher 
incidence of falls. In this position, we evaluate the percentage of weight on the right 
/left limb, also the load distribution on the front/back of the foot. 





4.5.1 Recruitment of subjects 
 To select which parameters better represent the patient's condition and the quality of 
movement or exercises, we have chosen 7 patients affected by stroke based on the 
criteria of inclusion/exclusion. The evaluation of quantitative parameters obtained 
with the SP device carried out in the first week of their rehabilitation (T0) and during 
the last week of hospitalization to perform the last evaluation before discharge (T1). 
Moreover, patients wore SP in the hospital twice a week for ten sessions during 
specific exercises (e.g. lower limb muscle recruitment exercises, flexion/extension and 
abduction). 
 
4.5.2 Outcome measures 
 Outcomes were assessed through rehabilitation evaluation scores. It means the 
effectiveness of therapy intervention monitored and reviewed by the routine use of 
standardized outcome measures and the SP device monitored the evaluation of the 
quantitative parameters obtained. SP usability assessed through medical doctors and 
physiotherapists. Inclusion criteria were: the age > = 18 years; sufficient motor ability 
and the movement of the lower limb; the cognitive state not severely affected (ability 
to do two simple orders); Trunk Control; Cooperation of family or caregiver. Exclusion 
criteria were: pain not controlled by the medical or physical therapy: severe 
comorbidity; the presence of pacemakers (possible interference to electronic signals in 
"wireless"); oncological pathology; lack of family or caregiver. Standardized outcome 
measures for motor assessments:  Motricity index (98); Modified Barthel Index (100); 
Time up and go (101) (102); 6minute walking test (103); Trunk control test (98) (99). The 
patient's data was processed under current legislation in compliance with the 
European GDPR regulation. 
Signals (accelerometer, gyroscope and pressure) acquired by the device must be 
processed to extract high-level information, to recognize the rehabilitation exercises 
the patient is performing. The elaboration is made by performing the following steps: 
1) Pre-processing: This step consents to obtain a more correct and a smoother 
signal that will assist in reducing the errors during the classification step. 
Therefore, values that saturate the number representation are removed from 
the raw signals. 
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2) Windowing: Signals are divided in time windows that last 2 seconds to reduce 
the amplitude of the discontinuities at the boundaries of each finite sequence. 
It is employed to provide a short-time analysis of the signals. 
3) Feature extraction: We use as features the mean and the variance of each 
signal (accelerometer, gyroscope and pressure sensor) for each axis (X, Y and Z) 
for each employed nodes. We compute 12 features (six means and six 
variances) for each IMU node on the femurs and 20 elements (six means and 
six variances for accelerometer and gyroscope and four means and four 
variances for each pressure sensor) for each IMU node placed on the tibias. 
Accordingly, the total number of 64 features has been considered in this part 
of the description. 
4) Classification: To provide a comprehensive analysis, state-of-the-art machine 
learning algorithms have been tested: tree-based algorithms (J48, Random 
Forest (RF) and C4.5 Random Tree (RT)), hyper-plane decision algorithms 
(Sequential Minimal Optimization (SMO) and LibSVM), probabilistic algorithms 
(Naive Bayes (NB) and Logistic Regression (LOGREG)) and neural network-
based algorithms (MultiLayer Perceptron (MLP)). The employed testing 
procedure is 10-fold cross-validation. 
 
4.6 Statistical analyses 
Statistical analysis was performed using SPSS for Windows version 22. Mean and 
standard deviations were defined to describe variables. Qualitative variables were 
summarized as frequencies and percentages. Repeated measures analysis of variance 
with one factor was used to assess potential differences between baseline and end of 
treatment for the endpoints.  Different pre-specified imputation techniques were 
applied, generalized linear mixed models to handle missingness at single timepoints 
within the outcomes measured repeatedly over time.  Kolmogorov-Smirnov tests were 
performed to test normal distribution of data. If data were not normally distributed, 
Mann-Whitney and Wilcoxon non-parametric analysis were performed, either wise; if 
data were normally distributed, T-test parametric analysis was adopted. We 
considered a P-value < 0.05 statistically significant. Correlation analysis was used to 
evaluate interaction between variables.  
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All the performed experiments with SP have been realized by acquiring actual data on 
real patients by using the provided SP platform and by post-processing all the data 

























5.1 Testing overwork weakness in Charcot-Marie-tooth disease 
Thumb opposition test: In the TOT performance healthy controls show the same ability 
of opposition in both hands and with parameters in the normality range (Figure 22A; 
dominant hand [DH]: 9.6 ±0.56; non-dominant hand [NDH]: 9.63±0.51; P = 0.71). CMT 
patients, instead, have a statistically significant impairment of the DH and both hands 
have a slightly low rate if compared with normal controls (Figure 22B; dominant hand 
[DH]: 7.78±1.95; non-dominant hand [NDH]: 8.23±1.72; P = 0.01). 
 
 
Figure22: Thumb opposition test (TOT) in healthy controls compared to Charcot-Marie-tooth 
(CMT) patients. 
 
Dynamometry: Tripod pinch and hand grip measurements are comparable. Normal 
subjects are stronger in the DH (Figure 23A, tripod pinch: DH: 92.22±34.29 N; NDH: 
84.26±32.55 N; P < 0.0001; Figure 23C, hand grip: DH: 203.70±79.79 N; NDH: 
185.40±72.16 N; P = .0003). CMT patients are not different in strength, between DH 
and NDH (Figure 23B, tripod pinch: DH: 54.50 ±29.23 N; NDH: 53.10±28.97 N; P = 0.43; 






Figure 23: Dynamometry test in healthy controls compared to Charcot-Marie-tooth (CMT) 
patients. Triple-pinch and hand grip measurements are comparable in both healthy controls and 
CMT patients. 
 
Hand test system: In healthy controls, FT performance, evaluated with MR value, is significantly 
better in the DH (Figure 24 A, DH: 4.50 ±0.85 Hz; NDH: 4.01 ±0.88 Hz; P < 0.0001) and IMRL 
exercise behaves similarly (Figure 24 C, DH: 2.57 ±0.59 Hz; NDH: 2.44 ±0.57 Hz; P = 0.02). In 
CMT patients, FT and IMRL performance are virtually identical in the DH and NDH (Figure 24B, 
FT: DH: 3.45 ± 1.30; NDH: 3.38 ±1.04; P = 0.37, Figure 24 D, IMRL: DH: 2.30 ± 0.67 Hz; NDH: 2.30 
±0.64 Hz; P = 0.93). 
 
Figure 24: Hand Test System (HTS) performances in normal controls compared to Charcot-Marie-
tooth (CMT) patients. 
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5.2 Hand Rehabilitation Treatment for Charcot-Marie-Tooth Disease 
We recruited 9 patients (2 males and 7 females) with a clinical and genetic diagnosis of 
different CMT types. The mean age was 54.3 ± 11.4 (range 32 to 69). (Table 3) 
 
 
Table 3: information of recruited patients Age, sex and CMT type 
 
All the patients followed the entire treatment and we did not have any drop out. We 
evaluated the results of the right and left hand. The right hand shows a significant 
improvement at T1 of the strength in the tripod pinch (T0: 41.67 ± 17.48 N; T1: 52.26 ± 
24.10 N; p=0.04) and in the hand grip (T0: 99.19 ± 32.02 N; T1: 112.4 ± 41.18 N; 
p=0.02. Figure 25A and Figure 25C). The left hand also shows an improvement of the 
strength in the tripod pinch (T0: 42.26 ± 15.74 N; T1: 50.52 ± 23.02 N; p=0.20) and in 
the hand grip (T0: 118.6 ± 40.66 N; T1: 119.3 ± 42.74 N; p=0.88), although not 
statistically significant (Figures 25B and 25D). 
 
Figure 25: Evaluation of tripod pinch and hand grip strength before and after the treatment 
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Interestingly, the TOT improves significantly, on average, in both hands (Right: T0: 7.3 
± 2.0; T1: 8.0 ± 1.7; p=0.02. Left: T0=7.8 ± 1.76; T1=8.3 ± 1.5; p=0.03; Figures 26A and 
26B). More importantly, the SHFT, which reflects the functional impairment of the 
hand, showed a significant improvement after the rehabilitation intervention (T0: 73 ± 
4.1; T1: 76.3 ± 5.3; p=0.02) (Figure 26C). 
 
 
Figure 26:  TOT and SHFT evaluation at T0 and T1 
 
5.3 The sonification approach to the hand rehabilitation in post-acute stroke patients: a 
multicentric randomized controlled trial 
As the paper is a multicentral study coordinated by Professor A. Raglio, imminent and 
not yet published, so, we can present some preliminary data on a small sample as 
follows. The clinical characteristics of the subjects are reported in Table 4. 
Experimental Group (Ex-G) was slightly younger than the Control Group (Ct-G), but the 
difference was not statistically significant. In the Ex-G, 5 out of 16 patients (31%) had a 
right upper limb impaired, and 11 of them (69%) had a deficit on a left side. In the Ct-
G, 8 out of 16 patients had a right upper limb deficit (50%) and the same number a left 
upper limb impaired (50%). 
 
Table4:  Sample characteristic (36/65) 
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The study showed an improvement of the Ex-G compared to the Ct-G in the upper 
limb motricity between T0-T2. FM-UE global scores (Time*Group interaction: p=0.038) 
significantly improved in the Ex-G compared to those of Ct-G. In the final version, 
there is the significance in global, distal, wrist and hand scores in favour of the Ex-G. 
Details regarding the FM-UE assessment are reported in Table 5. 
 
Table 5: Proximal and distal motricity: Fugl Meyer Assessment Scale (T0 vs T2) 
 
 
 Report scores of BBT was not significant (Time*Group interaction: p=0.33) (Table 6). 
 
Table 6:  Box and Block Test (T0 vs T2) 
 
In addition, Ex-G showed a significant reduction in NPRS scores compared to the Ct-G 




Table 7: NPRS scores (T0 vs T2) 
 
Other significant results were not found in the study. 
 
 
5.4 Efficacy of Lower limb robot-assisted and traditional rehabilitation therapy in 
treatment of post-acute stroke patients  
Forty patients were included in the study (24 males; 16 females) of whom 25 (62.5%) 
suffered from an ischemic stroke whereas 15 (37.5%) from a hemorrhagic stroke. The 
IG comprised a group of 8 CN, 8 NCN and 4 PC; the CG of 20 stroke subjects matched 
by lesion location with the IG (9 CN, 8 NCN and 3 PC). (Table 8) 
 
Table8: Data and generalities of patients at T0. Capsular Nucleus(CN), No Capsular Nucleus 
(NCN), Pontine- Cerebellar(PC) 
 
TCT, VAS, MI, 6MWT, BI resulted in being homogeneous amongst the IG and the CG at 





Table 9: Outcome measure at T0: two groups were not significantly different. Trunk Control Test 
(TCT), Visual Analogue Scale (VAS), Motricity Index Right Limb (MI RL), Motricity Index Left Limb 
(MI LL), 6-Minute Walk Test (6MWT) and the Barthel Index (BI) 
 
At T1 results are summarized in table 10. TCT, MI, 6MWTand BI significantly improved 
in both groups. Only the VAS was not changed, again in IG ad CG. 
At T1, all the outcome measures showed not statistically significant difference 
between the two groups after the treatments (Table 10). Interestingly, the BI in CN 
lesion showed remarkable divergence, between the IG and the CG (p<0.02). 
 
 
Table 10: Summary table of the outcome measures evaluated. Trunk Control Test (TCT), Visual 
Analogue Scale (VAS), Motricity Index Right Limb (MI RL), Motricity Index Left Limb (MI LL), 6-





TUG improved significantly in both groups after the treatment. (Table 11) 
 
 
Table11: TUG0_CG: Timed Up and Go test _ Control Group at T0; TUG0_IG: Timed Up and Go 
test _ Intervention Group at T0; TUG1_CG: Timed Up and Go test _ Control Group at T1; 
TUG1_IG: Timed Up and Go test _ Intervention Group At T1 
 
At T0 only 5 patients were able to perform the TUG test in 30 seconds or longer [CGT0: 
3 patients (15%) which two of them were CN lesion and one of them was NCN; IGT0:2 
patients (10%) one out of two with the CN lesion and another one NCN]; at T1 most of 
the patients were able to perform TUG [CGT1: 16 (6 CN mean: 44.97±18.75s; 7 NCN, 
mean: 44±41.08s; 3 PC, 29.08±11.66s) patients (80%), 41,58±29,14s; IGT1: 17 (8CN, 
mean:23.11±15.85s; 5 NCN, mean: 48.91±55s; 4 PC, mean:33.09±22.06s ) patients 
(85%), 33,05±32,97s]. Moreover, at T1, in IG TUG had better performances (Figure 27). 
Eight patients (5 CN, 2 NCN, 1 PC) in the IG were able to complete TUG in 20 seconds 
or less, whereas only 4 (3 NCN, 1 PC) could do it in the CG. 
 
 
                                                                 Figure 27: Performances in TUG1 
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Significant correlation between the improvement in TUG1 and BI was found (CG: r = - 
0.710, p< 0.002; IG: r = - 0.849, p<0.0002), with slightly better performances in the IG. 
(Figure 28)  
 
Figure 28: Correlation coefficient between the BI score and the TUG1 scores in the CG and IG 
 
At T1 no significant correlation was found neither between age and TUG1 (CG: r = 
0.382, p = 0.144; IG: r = 0.092, p = 0.725) (figure 29 A, 29B), nor between age and 





Figure 29: Correlation coefficient between the age and the TUG1 scores, 6MWT1 score in the 
CG and IG. 
 
5.5 Developing new sensors and computer systems for the tele-rehabilitation and 
remote evaluation of the rehabilitation process of patients with neurological 
diseases 
The Table shows the average performance of the system when considering different 
machine learning classifiers. The average True Positive Rate (TPR), False Positive Rate 
(FPR), Precision, Recall and F-Measure (F1-Score) was considered as performance 
parameters. 
Results show that the movement recognition algorithm produces excellent results in 





Table12: Performance of exercise recognition with different classifiers. tree-based algorithms 
(J48, Random Forest (RF) and C4.5 Random Tree (RT)), hyper-plane decision algorithms 
(Sequential Minimal Optimization (SMO) and LibSVM), probabilistic algorithms (Naive Bayes 
(NB) and Logistic Regression (LOGREG)) and neural network-based algorithms (MultiLayer 
Perceptron (MLP)). 
 
We tested the effectiveness of the system features when considering the accuracy of 
each single movement, with different machine learning classifiers. Some movements 
exhibit slightly lower accuracy values concerning the other exercises, such as the 
Bipodal Bridge (figure 30). This lower accuracy value is perhaps because of the Bipodal 
Bridge, a complicated activity, consisting of different movements, and not easy to 
perform. This fact could lead to a higher probability of mis-classifying the movement. 
It is possible to note that the most remarkable results pertain to the Sit-2-Stand 
exercise, which can achieve about 100% accuracy in almost all cases.  
 
Figure 30: Comparison of recognition accuracy for each exercise with different classifiers. The 
overall accuracy, averaged over the classifiers and the exercises, is around 96.5%. 
 
The overall accuracy averaged over the classifiers and the exercises, is around 96.5% 
which further demonstrates the validity of the proposed approach (figure 30). 
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Table 13 reports the results related to the estimation of the execution time of each 
exercise. The column labeled as Actual, refers to the actual execution time of the 
movement, measured while the person is performing the exercise. The columns Place 
and Axis refer to the position of the node (Tibias (T) or femurs (F)) and to the 
accelerometric axis employed for the Execution Time estimation. Exercises such as 
Abduction and Extension are performed with left and right lower limb separately. 
Therefore, results are displayed in two different columns, one for each limb. 
 
Table 13: SmartPants performance in the estimation of exercise 
 
Results of clinical study 
We monitored 7 patients who underwent a rehabilitation process at the intensive 
rehabilitation department. The group of patients followed a standard rehabilitation 
protocol (Table 14). 
Patient Group  (n:7) 
Gender (F/M) 5/2 
Age (years)  71.57 ± 12.23 
Affected side (R/L) 3/5 
Stay in intensive rehabilitation 
(days) 
63.87±20 
Ischemic/ Hemorrhagic 6/1 
                                                        Table 14: Patients characterization 
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Clinical evaluation was performed at admission (T0) and the end of the intensive 
rehabilitation period (T1). In this interval of time, all patients improved compared to 
the beginning values of all the scales (Table 15). 
 
Clinical Scales T0 T1 
TCT 67.42±33.1 84.71±24 
NRS 2.57±3 2.14±2.8 
MI RL 66.33±3.21 75.55±5.50 
MI LL 64.50±20.5 77.6±16.7 
BI 58.28±21.46 76.75±19.2 
TUG N.V 18.55±6.5 
6 MWT N.v 197.40±103.1 
Table 15: Outcome measure at T0 and T1; Trunk Control Test (TCT), Numerical Rating Scale(NRS), 
Motricity Index Right Limb (MI RL), Motricity Index Left Limb (MI LL), Barthel Index (BI), Time up and 
go (TUG) and 6-Minute Walk Test (6MWT) 
 
Variation between T0 and T1 was also monitored with SP in order to visualize 
improvements from baseline. 
The device has been used to measure and record the distribution of foot plantar 
pressure (big toe, midfoot internal, outer midfoot external and heel). The use of the 
pressure sensor is easily applicable in a static and dynamic position. Table 16 shows the 
distribution of weight during walking for each case, from T0 to T1.  
Standing balance with postural symmetry is essential for ambulation and the 
performance of daily activities. Loads distribution over the different part of foot 
plantar usually gets altered in the stroke patients (figure 31-32). 
The mean percentage of the load distribution during the walking was varied from one 





Table 16: The distribution of weight during walking for each case, from T0 to T1; Toe: big toe, 
MidExt: Midfoot External, MidInt: Midfoot internal, and Heel. 
 
 
Figure 31: Example of SmartPants registration obtained for one representative patient 
initiating gait and distribution of the weight at the beginning of the treatment period. The 
figure is the representation of the different phases of gait in a patient. Graph comparing 
paretic and non-paretic lower limb. 
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Figure 32: Example of SmartPants registration obtained for one representative patient 
initiating gait and distribution of the weight at the end of the treatment period. The figure 
is the representation of the different phases of gait in a patient. Graph comparing paretic 
and non-paretic lower limb 
 
The stroke patient, usually, cannot perform the Bipodal bridge exercise correctly. In 
the bridge, she/he tries to put pressure on the front of the foot (for schematic 
extension of pathology) or the unaffected lower limb. Sometimes, she/he cannot keep 
knee flexed; therefore, she/he does not put pressure on the pathological lower limb 
(figure 33-34). Table 17 shows the distribution of weight during bipodal bridge for 
each case, from T0 to T1. 
            
                      Table 17: The distribution of weight during Bipodal bridge for each case, from T0 to T1; 
Toe:big toe, MidExt: Midfoot External, MidInt: Midfoot internal, and Heel. 
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Figures 33 and 34 show the outcome of the rehabilitative bipodal bridge exercise 
monitored with SP. Foot pressure is asymmetrical in this exersice because the patient 
does not produce  force on the pathological lower limb (left side). The different plots 
show foot pressure ( first and second rows), acceleration (third row) for the left and 
right limbs. The measurements start with the patient lying on his back with knees bent 
and feet flat on the floor. In this phase, the acceleration plots show for the Z-axis 
(yellow line) and X-axis (blue line) the gravity acceleration, while for the Y-axis (red 
line) value close to 0. 
 
 
 Figure 33: Example of SmartPants registration obtained for one representative patient initiating 





Figure 34: Example of SmartPants registration obtained for one representative patient 
initiating Bipodal bridge and distribution of the weight at T1. Graph comparing paretic and 












6. DISCUSSION  
The application of innovative technologies, like robotic or the use of sensors, to the 
rehabilitation process is extremely important both in the evaluation and treatment 
phases. This is especially important in the rehabilitative therapy of the neurological 
patients at every stage of the disease (105), since a long-term physical therapy is often 
necessary. Furthermore, high technology strategies may be of great help in verifying the 
quality and results of the rehabilitative therapy in the patient own living environment 
(51). To this purpose, the so-called Information and Communication Technologies (ICT), 
widely used for home monitoring of patients with different pathologies (106), can be 
applied. ICT is changing the way we think, act and communicate in the world and in the 
field of health care (107). ICT are particularly suitable to remotely control the at home 
rehabilitation and have proven efficacy, at least in allowing health professionals to plan 
home exercises and verify the patients adherence to the rehabilitation program (79). 
Home based tele-rehabilitation, which can be defined as a method by which physiatrists 
and physiotherapists use ICT to provide therapeutic treatments and assess the degree 
of clinical impairment and improvement to disabled persons living at home (79), is an 
area of emerging and rapidly growing research (80).  Monitoring of vital functions to 
guarantee the safety of the home therapy is, therefore, important. Many systems are 
available to help the patients in exercising at home, as the wearable accelerometer 
based devices (53) or the use of virtual reality (52), whereas only few devices for the 
assessment of the at home activity are present on the market (81). None of these has 
been developed to assist the patients in performing exercises correctly and allowing, at 
the same time, the professionals to monitor the quality of rehabilitation and 
progression of recovery.  
Therefore, aims of this PhD project are the application of existing robotic and sensor-
based technologies and the development of new sensors and computer systems for the 
evaluation of the rehabilitation process of patients with neurological diseases. 
Ultimately, we aim, through the combination of ICT and sensor-based technologies, at 
the definition of an effective and low cost system for the remote control of the 
rehabilitative therapy (tele-rehabilitation).  
62 
 
First, we studied by clinical and instrumental testing [Hand Test System (HTS)], the 
impairment of the distal upper limbs in Charcot-Marie-tooth peripheral neuropathy, 
with the special objective of evaluating the occurrence of OW at the hands level. OW is 
manifested in various neuromuscular diseases at the level of the upper and lower limbs 
(108) (22) (109). However, in CMT, it has not yet been conclusively demonstrated. In the first 
research, was tested the dexterity of the subjects with an innovative quantitative 
operator-independent method, the HTS (110). We identify the OW in the hand's function 
of CMT patients, studying the strength and the functional aspects. Also, we used 
healthy controls to investigate the normal behavior of both hands. We used only 
quantitative methods, while other studies used as strength evaluation the Medical 
Resource Council (MRC) scale, which is a subjective type of the assessment (111) (112).  
Although the effect of the hand dominance in the dexterity in healthy subjects is 
unknown, we expect that DH performs better than NDH. In CMT patients, few works 
affirm to evaluate the dexterity with the 9 hole peg test, and even if the results 
reported seem to be accurate and responsive, they refer to a small population (112) (113). 
Healthy controls of our study are homogeneous to CMT patients. Also, the population 
distributed homogeneously between axonal and demyelinating CMT. We compared the 
TOT, which is one of the significant determinants of the manual dexterity in CMT (86) so 
we hypothesized that this parameter could be affected by OW. Indeed, TOT evaluates 
the ability of opposition of the thumb and could be considered an indirect measure of 
the range of movement of the hand and, considering that in CMT hand deformities 
develop along the time, they may depend to overuse. Healthy controls have no 
differences between DH and NDH, and the average value is in the normal limits. As 
expected, in CMT patients, the TOT is significantly impaired compared to healthy 
controls. However, according to our hypothesis of OW, the DH shows significant better 
scores than NDH. We can speculate that hand deformities occur first in the DH, because 
of muscular weakness. Then, we evaluated the behavior of the strength of the intrinsic 
and extrinsic muscles, using the tripod pinch and the handgrip at dynamometry (114). In 
healthy controls, the DH is stronger than NDH, and we can confirm the 10% rule (115) (116) 
in a population of prevalent right-handed subjects. Likely, in a population of left-handed 
subjects, there are not stronger hands, as already demonstrated. On the contrary, in 
CMT patients, the strength of the tripod pinch and the handgrip is similar in DH and 
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NDH, not respecting the 10% rule. We then speculate that DH in CMT patients loses 
strength more than the NDH during the time following a normal overuse. As expected, 
in handgrip and tripod pinch, CMT patients show less strength than healthy controls. 
Dexterity, a compromised ability in CMT patients, has been evaluated with an 
innovative quantitative tool, which is reliable and sensitive as previously demonstrated 
(110) the HTS. This glove is a very interesting instrument because it is easy to use, and the 
evaluation takes little time. Based on previous observations, we considered the FT and 
IMRL exercises at the maximum velocity with eyes closed paradigm (110). In both 
exercises, normal subjects have a statistically significant better performance in the DH, 
proving the superiority of the DH (116) even in the dexterity. CMT patients show the 
worst performance than normal controls at the HTS and the performances of the DH 
and the NDH are virtually identical. 
Applied innovative instrumental testing of hand function in CMT patient, using the HTS, 
demonstrated it is sensitiveness to measure the severity of hands dysfunction. The 
results of the first study support the importance of avoiding supramaximal exercises 
and educating patients to prevent incorrect movements. Therefore, based on the 
results of Part I, we presented the rehabilitation protocol to patients with a clinical and 
genetic diagnosis of CMT of different types. The protocol was well tolerated and has 
shown high compliance. All the subjects performed the entire program, and none of 
them dropped out. In the final interview, all patients stated to feel better after the 
treatment and to be satisfied. This result is exciting because, in our personal 
experience, home self-administered exercises are difficult to follow and show deficient 
compliance by the patients. Accordingly, different cases of domiciliary treatment have 
been reported with poor or unclear results (117) (118). At the baseline, all the measured 
parameters show an impairment of the strength, of the articularity and the 
functionality of the hand compared to previously published data normal controls (Part 
I). The rehabilitative protocol resulted in an improvement of the performance of both 
hands, but the dominant hand shows better significant results. All the outcome 
measures (TOT, SHTF and dynamometer) in the right hand significantly improved after 
the treatment. A slight improvement is present also in the left hand, which is the non-
dominant hand for all. We can speculate that since the non-dominant hand is generally 
less affected (part I), it will take more time to recover strength and so that more 
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prolonged treatment may be needed. It is also possible that the dominant hand, being 
more affected due to the presence of the overwork weakness (part I), is easier to treat 
using a rehabilitation protocol. We have strictly dosed, and we paid more attention to 
recruit the hand muscles in a submaximal way to avoid overwork. The results of this 
open-label pilot study highlight the importance of using a three components approach 
for the hand rehabilitation of patients affected by CMT based on recruitment, 
stretching and proprioception. Another fundamental aspect is the sensitiveness of the 
therapist who must estimate with precision the ability of the patients and dose the 
applied resistance. 
Along with the study of sensors (HTS) and verification of the effectiveness of the activity 
in the evaluation protocols in the CMT neuropathy, we have evaluated the sensors and 
robotic rehabilitation approach to the patients in the post-stroke phase (Upper and 
lower limbs).  
The data provided by the LMC protocol device showed the execution of the training 
protocol was feasible. All patients could properly execute without difficulties the 
exercises selected by their residual ability. The results demonstrated the device with 
sonorous-music support was provided intrinsically by the patient’s movements. This 
characteristic permits the patient to focus on the exercise and, at the same time, to 
receive direct feedback on its quality. A correct movement produces a fluent musical 
progression, and it can help the patient to improve movements during the rehabilitative 
therapy. Data showed the perceived pain reduce significantly through the presence of 
musical patterns. Also, the patients underwent sonification intervention were more 
motivated to the rehabilitative program. Perhaps, the harmonic and melodic changes 
can have provided to creating attractive and facilitate the execution of the movements. 
Based on the preliminary data, a great realization and practicality associated with easy 
and simple learning were observed in the experimental group. One of the main 
limitations of the study is the lack of stronger evaluation methods, i.e. neuroimaging 
techniques as the fMRI, to evaluate possible changes in the brain connectivity and their 
possible correlation with post-treatment performance indexes. 
As walking is another one of the common abilities affected by stroke, we evaluated the 
efficacy of a robotic system vs conventional rehabilitation, to improve the ambulation 
capacity of either ischemic or hemorrhagic post-stroke patients. Overall, the results of 
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our study show how both kind of treatments are beneficial for recovery of patients 
although a further improvement is seen in TUG and BI for the robotic assisted group. As 
a matter of fact, recent studies have shown how robot assisted training prove to be 
effective in improving walking patterns and functional abilities in stroke patients (119) (120) 
(121) (122). Nonetheless, we support the idea that before starting working on walking 
abilities, post-acute stroke patients should first undergo pre-ambulation exercises with 
a physiotherapist (122). Although these exercises might be time consuming and delay 
beginning of sessions with robotic assisted rehabilitation, we believe they play a 
fundamental role in the potential of motor function recovery. Furthermore, guidelines 
recommend that rehabilitation should start as soon as safely possible (123), repetition 
always represents a mainstay of rehabilitation as  favors neural plasticity, as a 
mechanism favoring functional improvement in stroke (124). In fact, previous studies 
have shown that higher intensities of walking practice result in better outcomes for 
these patients (125). Our findings suggest that both the IG and the CG globally improve, 
as demonstrated by the similar amelioration of TCT, TUG, 6MWT, BI and MI scores.   To 
support that G-eo System is more confident with movement and walking. We observed 
a significant correlation between the TUG and BI at T1 in both groups, with a slightly 
better performance for the IG. Many previous papers show that the time taken to 
complete the TUG test strongly correlates to the level of functional mobility. More 
precisely patients, who are able to complete the task in less than 20 seconds, show less 
dependency in activities of daily living (ADL) (126) (127). In contrast, patients requiring 30 
seconds or more to complete the task tend to be more dependent in ADL, require 
assistive devices for ambulation and score lower on the ADL assessment scale (126) (127).  
Our results strongly support this conclusion, in fact 8 patients in IG were able to 
perform TUG in 20 seconds or less, and 5 of them had a CN lesion. Four patients in CG 
were able to complete TUG in 20 seconds or less, and none of them had a CN lesion. 
Patients in the IG increased performances in gait and balance. BI was used to assess 
functional mobility as this measure is mostly used in rehabilitation studies to explore 
and describe the activities defined by the International Classification of Functioning (128) 
(129). Nonetheless, the cut-off level to consider patients evolving from a full dependency 
to an assisted independence is highly variable (128) (130) (131) , with some Authors 
considering 60 as cut-off score (130), and others choosing a BI score of 75 or higher in 
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order to achieve an adequate ADL outcome (128). The correlation found in our study for 
which patients reaching a BI of 70 or higher had TUG results <20 seconds, with better 
results in the IG, supports the latter conclusion. Age represents one of the major risk 
factors involved in stroke and a critical point in functional outcome when it comes to 
post-stroke recovery (132). In this study, the age range of the patients was between 42 to 
85 years (mean 67.83±11.78 years). However, performance and risk of falls are 
considered is not the only factor (133). In fact, various intrinsic factors such as balance 
impairment, neurological disorders, sensory deterioration, musculoskeletal disorders, 
and postural hypotension- may cause falls (133). We did not observe any correlation 
between TUG1 and the age. We also did not find any significant relationship between 
6MWT1 and the age. We then speculate that, at least in our study, functional outcome 
depends more on stroke severity than age of the patients in both treatment protocols A 
study pointed out different mechanisms of post stroke recovery: Donghyeon et al. (134) 
found that pathophysiology of cell death and repair in capsular infarct resulting from 
the occlusion of the end arteries in subcortical stroke is likely to be different from large 
artery gray-matter cortical stroke. Based on our results at T1, adding GEO-system to the 
physiotherapy treatment possibly increases the recovery of CN lesion. Although this 
training improves clinical recovery, studies have shown that the important factors of 
recovery are: Position and volume of the lesion, structural changes in the perilesional 
tissue and in bi-hemispheric networks (135). In this study, self-walking speed was 
adjusted according to patient’s abilities before each training session, with a mean speed 
of 0.5 m/s at the beginning of treatment, reaching a maximum of 0.8 m/s at the end of 
treatment in IG. Finally, although not all subjects demonstrated a statistically significant 
improvement in gait, all subjects showed a tendency to improve in respect to baseline. 
Furthermore, one of the major aims of our project was the development of innovative 
and low-cost sensor/ICT-based technologies to monitor the rehabilitation process at the 
hospital and home levels. A first phase (4 above study) was necessary to implement and 
develop an electronic device. It was essential to gradually improve our system, starting 
from medical aspects related to rehabilitation. We have defined adequate parameters 
to allow the evaluation of the quality of the exercise in terms of performance. This 
phase was led to technological development, consisting of the analysis of signals and 
sensor positions. We believe, today, to achieve a real evolution in treatments is 
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necessary to define therapeutic paths and protocols of effective clinical-health 
application. Successively, on the base of the results is fundamental to guarantee the 
development of innovative technologies with a very high scientific content, to reach the 
realization of prototypes that can be rapidly industrialized and proposed to the market. 
SP system is specifically designed for the rehabilitation and acquisition of the data as a 
smart rehabilitation platform. It can be used in the neurological field; the context of use 
is a hospital, ambulatory and, in future, domestic. To monitor the patient’s activity, we 
used multiple wearable nodes, and software SP made up of platform providing real-
time feedback on the patient’s movements. The system through a machine learning 
tool can automatically recognize the type of exercise the patient is performing during 
the rehabilitation session and providing real-time feedback during activity.  We carried 
out an extensive performance analysis to evaluate the capacity of the system to identify 
the current movement correctly. Results show that the average recognition accuracy is 
about 96.5%. 
Stroke patients constitute a heterogeneous population with variable recovery times and 
different functional capacity between subjects. Better knowledge of the altered 
functional control mechanisms in these patients is essential to allow clinicians to target 
specific rehabilitation programs. For example, gait may be a challenging task in stroke 
patients because of their sensory and motor impairments (136) (137). Decreased plantar 
flexor, hip flexor and hip extensor power, on the paretic side (138) (139) could be the 
motivation of reduction in the duration of the swing phase, step length, walking 
velocity. Additionally, the paretic leg muscles give less to the load of the paretic side, 
create less power. Thus, bodyweight distribution between both legs can influence 
stability during gait (140). For this kind of patients, personalized rehabilitation with 
continuous monitoring is fundamental elements for the best rehabilitation outcome. 
Another critical factor is the evaluation of objectification of improvements. SP was 
demonstrated adequate dispositive in this process. The device allowed performing the 
personalized quantitative evaluation in 8 different patients. 
Moreover, exercises for the evaluation with SP were set based on the patient’s ability. 
Choose of the difficult test, such as walking, was depending on the capacity of the 
patients. SP has proved to be a useful support for our rehabilitation process that begins 
with the adequate functional evaluation scales and successively a personalized 
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rehabilitation treatment. The preliminary results presented in this thesis showed the 
validity of monitoring with SP in the intensive rehabilitation process in the post-stroke 
petitions. The SP has demonstrated very positive capacity to monitor the patients using 
IMU and presser sensors, in terms of the distribution of the weight in static and 
dynamic position and functional ability. 
Furthermore, were evaluated new simple rehabilitation exercises to support care 
interventions, aimed at future home rehabilitation. The device was programmed to 
monitor specific parameters related to movement. During the hospitalization phase the 
feasibility of monitoring the sensors evaluated by the physiotherapist. So, the 
simulation in the clinical environment can become a tool to modulate the needs of 


















7. CONCLUSION  
This PhD project demonstrates that existing and newly developed robotic and sensor-
assisted technologies may be fruitfully applied to the rehabilitative evaluation and 
treatment. In particular, the upper-limb valuation with the Hand Test System (HTS) 
disclosed that CMT patients show the reduced ability of opposition, strength and 
dexterity in both hands compared with normal subjects. Their DH is worse than NDH at 
least in some measurements. These observations have practical implications for 
scheduling preventive occupational therapy sessions and for planning a correct 
rehabilitative program. It is essential to avoid the overload of the DH and to teach the 
patients to stop the activities when the fatigue sensation begins. These essential 
precautions are proposed to slow the disease progression at the UL level. Moreover, 
this study could be the basis for future randomized, single-blind projects.  
VR technology (sonification training protocol), has demonstrated to be an effective tool 
in neurorehabilitation. The interesting and different virtual sound improves more 
motivation of patients comparing with the traditional rehabilitation. Sonic Hand 
protocol can complement the information provided by the clinical tools. These 
characteristics, in combination with the sonification model, enable the improvement of 
personalized treatment programs for the post-stroke rehabilitation of hand function.  
System design of lower-limb rehabilitation robot, although not in contrast with the 
hypothesis that adding a robot technology to standard rehabilitation has a significant 
positive impact on disability, supports that traditional treatment alone may be as well 
performed. However, we observed a positive trend of the outcomes in the walking 
ability of post-acute stroke in the robotic treatment group associated with a standard 
rehabilitation. The impact of robotic treatment in different regions of the brain, 
including CN, is poorly understood in stroke rehabilitation. To confirm the results and 
evaluate the multiform aspect of brain reorganization during stroke recovery, functional 
imaging studies (MRI), with higher numbers of patients are required. We propose that 
further prospective studies are needed for this important point.  
In the main study, we proposed a sensor system called SP, specifically created for the 
monitoring of the lower limb rehabilitation in post-stroke patients. The system is 
produced by heterogeneous wireless sensors that provide real-time assistance to post-
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stroke patients during physiotherapy training. The proposed platform can recognize the 
current exercise, and to send useful information collected by sensors to a remote server 
that evaluates by healthcare professionals. Experimental results, evaluated through 
appropriate metrics, demonstrate that the proposed movement recognition algorithm 
provides excellent results in terms of classification performance, with an overall 
accuracy of around 96.5%.  
In our opinion, future researches on the innovation of rehabilitation technologies 
should focus on the following aspects: i) high technology strategies. That may be of 
great help in verifying the quality and results of rehabilitative therapy. ii) Transfer of 
physiotherapy activities from the hospital to the home of the patient. Many 
neurological diseases have a strong need for continuous and long-lasting rehabilitative 
treatment. sensorized device, telemonitoring and tele-rehabilitation could be the ideal 
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